JHH EVC FACT SHEET
          Clinical Equipment Cleaning

[bookmark: _GoBack]All clinical equipment is to remain in patient’s room.
DO NOT DISPOSE OF ANY CLINICAL EQUIPMENT

	Clinical Equipment
	Clean & Disinfect
C-Diff Requires Oxivir
	Bag When Cleaned & Disinfected

	Telemetry Box
	[image: ]
	No

	Suction Meter 
	[image: ]
	No

	Cardiac Monitor Tram, Cables and Pin Adapter 
	[image: ]
	No

	Suction
Discard Canister Only
in Red Biohazard Bag if Used
	[image: ]
	[image: ]
Yes

	SCD pump & Cable’s
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	[image: ]
Yes

	Alaris IV Pump 2 channels & IV Pole
	[image: ]
	[image: ]
Yes
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